Introduction {#Sec1}
============

Uveitis is a group of diseases characterized by intraocular inflammation which collectively are a major cause of blindness worldwide^[@CR1]--[@CR4]^. One core objective in diagnosis and treatment is the correct identification and measurement of inflammatory activity^[@CR5],[@CR6]^. This assessment has major impact both on routine clinical practice and on endpoint definition in clinical trials. Traditionally, the National Eye Institute (NEI) system for grading of vitreous haze has been the major disease activity endpoint for trials in posterior segment-involving uveitis, acknowledged by the United States Food and Drug Administration (FDA) and European Medicines Agency (EMA)^[@CR7],[@CR8]^. However, the NEI system suffers from being (1) subjective, (2) noncontinuous, (3) poorly discriminatory at lower levels of inflammation, and (4) poorly sensitive in a clinical trial context^[@CR5],[@CR6],[@CR9]^. A novel, automated method for the quantification of vitreous haze using optical coherence tomography (OCT) imaging was recently introduced^[@CR10]^ thus providing objective measurement of vitreous inflammation. The method was based on a previously published study^[@CR11]^, using a semi -- automated implementation to correlate clinical vitreous haze scores in patients with uveitis and in healthy volunteers. The fully automated method was introduced to avoid the manual segmentation of OCT image sets by graders, a subjective and time-consuming step in the measuring process.

The new technique overcomes many of the well-known limitations of the NEI clinical score, and appears to be a major step forward in the drive towards sensitive objective endpoints for use in uveitis trials and to direct treatment decisions in routine clinical practice^[@CR12]^. As part of its further validation it is important to determine what the potential limitations of this technique in the 'real world' -- essentially what are the circumstances under which it would no longer be reliable. In general terms these can be considered as either 'operator factors' (dependent on how the technique is done) or 'patient factors' (intrinsic to the patient and their eye(s)).

In this report, we present a detailed analysis of the impact of 'operator factors' on the variability of the technique, with particular focus on the factors that can significantly affect the measure in healthy subjects where no inflammation is present. The experimental protocol was designed to test different scanning conditions using the Spectralis OCT (Heidelberg Engineering, Heidelberg, Germany). The analysis is aimed at the identification of the optimal acquisition settings that minimise the test-retest variability and changes in the measured value.

Methods {#Sec2}
=======

Scanning protocol {#Sec3}
-----------------

Fifteen volunteers with a refractive error within + 5 and −5 dioptres (D) were recruited. All subjects underwent a complete ophthalmic examination by an experienced clinician (AD) to confirm the absence of any pathologies. This protocol was approved from the NRES East Midlands Ethics Committee (Ref: 14/EM/1163). Written informed consent was gathered from all subjects. This protocol adhered to the tenets of the declaration of Helsinki.

Macular OCT scans centred on the foveal pit and spanning 20 degrees horizontally were acquired from the right eye of each subject using a spectral domain OCT device (Spectralis SD -- OCT, Heidelberg Engineering, Heidelberg, Germany) with a 30-degree lens. An experienced operator used 10 different acquisition settings, each repeated 3 times, to acquire 30 raster scans (7 sections per scan) from each subject. Five Automated Real Time (ART) levels and five focus levels of the retina in the infrared (IR) fundus image were used in the acquisition protocol, as shown in Table [1](#Tab1){ref-type="table"}. The ART level indicates the number of images that are averaged to produce the image of a single section. The positioning of the retina was set to the middle of the scan. This choice was forced by the final application of the proposed methodology, aimed at the measurement of the vitreous haze in patients with uveitis where macular oedema can be present. In fact, the presence of oedema forces the positioning to the middle of the scan in order to capture whole thickness of the swollen retina. As an additional comparison, one acquisition setting included the bottom positioning, ART 100 and in focus.Table 1Scanning protocol.Vertical position of retina within the scanART LevelFocusMiddle100In focusMiddle50In focusMiddle25In focusMiddle12In focusMiddle6In focusMiddle100+5Middle100+10Middle100−5Middle100−10Bottom100In focusDifferent setting combinations used during acquisition. Each scan with a specific setting has been repeated three times. ART = Automated Real Time.

Table [1](#Tab1){ref-type="table"} reports the different settings of the acquisition protocol in detail.

Image analysis {#Sec4}
--------------

To calculate the Vitreous/RPE-relative intensity (VRI), each image was analysed with the VITreous ANalysis (VITAN) software^[@CR10]^, implemented in MATLAB (The MathWorks, Natick, MA, USA). Briefly, for each scan a morphological opening to segment the retina and RPE within the image was performed. Then, a vitreous patch was automatically generated based on this segmentation, excluding any retinal tissue (Fig. [1](#Fig1){ref-type="fig"}). The mean intensity of the vitreous patch and of the segmented RPE was measured and the ratio was calculated. The RPE intensity was used as a normalisation term, compensating for global reduction in the signal strength arising from diffused media opacities. The VITAN software then exported the VRI ratio, the vitreous mean intensity and the RPE mean intensity to a spreadsheet for analysis.Figure 1VITAN procedure. (**A**) Example original image. (**B**) Binary image of OCT scan automatically segmented to highlight retinal/RPE layers and cropped to isolate central areas. (**C**) Final automated area of capture overlaid onto original image for user approval.

Statistical analysis {#Sec5}
--------------------

Linear mixed models were used to assess the effect of different settings on the VRI. ART level and focus were analysed separately, with the ratio as the response variable. Observations consisted of the ratio calculated from each image of the scan. Clustering of sections within the same raster scan and of different repetitions within the same subject was addressed using nested random effects^[@CR13]^. Due to the discrete nature of the settings, ART level and focus were used as factors rather than continuous variables. The same analysis was used to analyse separately the Vitreous and RPE intensities to calculate the effect of different acquisition parameters on these two values.

A similar approach was employed for the analyses of the variability of the measured ratio at three different levels: within the same raster scan, within subjects (intra-subject) and across subjects (inter-subjects). In this approach, the residuals of the measurement represented the observations. At each level, residuals were calculated as the difference (1) between each measurement and the mean of the seven sections in the raster scan, (2) between each mean of the raster scan and the mean of the three-repeated acquisitions and (3) between the mean of the acquisitions in the single subject and the mean of acquisitions across all subjects. Then, the squared residuals were used to model the variability of the measure at each level (within the raster scan, within subjects and across subjects) while changing the value of the parameter of interest (ART level or focus). Assuming normality of the residuals, the squared residuals follow a chi-squared distribution, which is a special case of the Gamma distribution. Therefore, generalized linear models with a Gamma distributed error and a logarithmic link function were used to model the effect of the different settings on squared residuals. The variability was reported as the square root of the estimate obtained from the model of squared residuals.

When a significant effect was detected, pairwise comparisons were performed between different settings and a multiple test correction with the Tukey method was applied.

When failure of the VITAN algorithm could not provide the measurement from at least 3 of the 7 scans or from at least 2 of the 3 repetitions, the raster scan or the repetition was discarded from the analysis for the variability.

All analyses were performed in R (R Foundation for Statistical Computing, Vienna, Austria) and MATLAB.

Data availability statement {#Sec6}
---------------------------

The datasets generated during and/or analysed during the current study are available from the corresponding author on reasonable request.

Results {#Sec7}
=======

Twenty-one scans with the +10 D and 7 with +5 D settings could not be obtained due to difficulties in the acquisition. The VITAN algorithm failed to obtain the measurement in 46 out of 1575 theoretical scans from those with different ART level (3% failure rate) and in 504 out of 1575 with different focus (32% failure rate).

Effect of ART level on VRI value {#Sec8}
--------------------------------

In our set of images, the ART level had minimal non-significant effect on the VRI value (overall p - value = 0.08, values are reported in Table [2](#Tab2){ref-type="table"}), with slightly higher values with ART 100.Table 2Effect of ART on the VRI.ARTGlobal mean ratioWithin scan variabilityIntra - subject variabilityInter - subject variability60.0430.0100.0060.008120.0430.0090.0070.010250.0430.0100.0070.007500.0390.0100.0070.0121000.0480.0110.0070.016\*\*P \< 0.05; \*\*P \< 0.01. Second column reports the estimated mean ratio value for different ART settings. No significant difference could be detected. Variability with different settings is reported as the square root of the estimate from the squared residuals model. The asterisk indicates the only significant difference (p \< 0.05) that could be detected in pairwise comparisons between different settings (ART 100 showed and increased variability compared to the ART 6 and ART 25). ART = Automated Real Time.

Effect of ART level on VRI variability {#Sec9}
--------------------------------------

Modelling the squared residuals according to different ART levels revealed no significant effects on the variability of different sections within each raster scan (overall p-value = 0.308) and within different raster scans on the same subject (intra-subject variability, overall p-value = 0.869). A moderate effect could be found on the variability across subjects (inter-subject variability, overall p-value = 0.005). In pairwise comparisons, the ART 100 yielded higher variability compared to ART 6 (p = 0.032, 3.99-fold increase) and ART 25 (p = 0.004, 5.41-fold increase). Estimates from the model for variability are reported in Table [2](#Tab2){ref-type="table"}. Figure [2](#Fig2){ref-type="fig"} shows a graphical depiction of these results with a box plot graph.Figure 2Effect of different ART settings on the VRI ratio. The box plot shows how different ART settings affect the mean VRI value and its variability. The ratio value did not show important variations, with slightly higher and more variable values with ART 100 (Refer to Table [2](#Tab2){ref-type="table"}). The boxes extend from the 25^th^ to the 75^th^. Outliers (black dots) are points more distant than. The whiskers extend 1.5 times the interquartile range from the box limits. Points exceeding this limits are flagged as outliers (black dots). ART = Automated Real Time.

Effect of Focus on VRI value {#Sec10}
----------------------------

In contrast with the analysis of the ART level, the analysis of the focus showed that this parameter had a major effect on the VRI (overall p-value \< 0.001). All acquisition out of focus (referred to the retinal IR image) increased the VRI significantly (Minimum difference +Standard Error: 0.039 ± 0.008; p \< 0.001), with larger increase using positive offsets (0.14 ± 0.008 increase for +5 D and 0.15 ± 0.01 for + 10 D). Results are reported in Table [3](#Tab3){ref-type="table"}.Table 3Effect of focus on the VRI.FocusGlobal mean ratioWithin scan variabilityIntra - subject variabilityInter - subject variability−10 D0.162\*\*0.019\*\*0.015\*\*0.036−5 D0.088\*\*0.0130.012\*0.029**In focus0.0480.0110.0070.023**+5 D0.192\*\*0.032\*\*0.022\*\*0.040\*+10 D0.200\*\*0.027\*\*0.033\*\*0.036\*P \< 0.05; \*\*P \< 0.01. The second column reports the estimated mean ratio value for different focus settings. All p -- values have been calculated comparing each other level to the "In focus" condition (in bold). Variability with different settings is reported as the square root of the estimate from the squared residuals model. The asterisks indicate significant differences according to the legend at the bottom of the table.

Effect of Focus on VRI variability {#Sec11}
----------------------------------

As shown in Fig. [3](#Fig3){ref-type="fig"}, Focus significantly affected variability at all levels (within scans, within subjects and across subjects). All settings that deviated from the optimal retinal focus caused a significant increase in within scan variability (all p \< 0.001) except for the −5 D condition (p = 0.08). A significant increase in the within subject variability was observed in any focus offsets (all p \< 0.018), while only the +5 D caused a significant increase in variability across subjects (p = 0.038). Among all settings, positive offsets caused the largest increase in variability compared to the in focus condition. Values are reported in Table [3](#Tab3){ref-type="table"}.Figure 3Effect of different focus settings on the VRI. The box plot shows how different focusing condition increase the mean VRI value and its variability compared to scans focused on the retina (denoted as 0 in the graph). The boxes extend from the 25^th^ to the 75^th^. Outliers (black dots) are points more distant than. The whiskers extend 1.5 times the interquartile range from the box limits. Points exceeding this limits are flagged as outliers (black dots).

Effect of vertical positioning on the VRI {#Sec12}
-----------------------------------------

When compared to standard (middle) positioning within the z-plane, relatively inferior positioning of the retinal image within the acquisition frame also significantly increased the VRI value (Estimated difference ± Standard Error: 0.114 ± 0.007; p \< 0.001) and the variability at all levels (all p-values \< 0.01).

Differential contribution of Vitreous and RPE intensity on the VRI {#Sec13}
------------------------------------------------------------------

The individual variation of the two measured components of the ratio (Vitreous intensity and the RPE intensity) is reported in Table [4](#Tab4){ref-type="table"} for the acquisition parameters that significantly affected the measurement (i.e. focus and positioning). Variation is reported with the absolute difference and the percentage relative to the reference levels of each setting: 'in focus' for the focus and 'middle' for the positioning. For different settings of the focus, the major contribution to the variation in the ratio was due to changes in the vitreous intensity, particularly for positive offsets. Conversely, the increase in vitreous intensity observed with the bottom positioning was caused by both the increase of Vitreous intensity (the numerator of the ratio) and the reduction of RPE intensity (the denominator). Independently of their magnitude, all variations were statistically significant (p \< 0.05).Table 4Different contributions to the VRI.RatioVitreousRPEDifferencePerc. Change (%)DifferencePerc. Change (%)DifferencePerc. Change (%)Focus**−10 D**0.12239.7823.948262.7916.919.22−**5 D**0.0482.568.95598.2721.5111.72**5 D**0.14297.4527.677303.716.163.36**10 D**0.15315.4931.065340.8914.267.77Position**Bottom**0.1170.3019.05167.64−14.27−8.43The table reports the differences in VRI ratio values (column 3), vitreous intensity (column 5) and RPE intensity (column 7) compared to their respective reference levels (the "In focus" condition for focus and the "Middle" location for position). Columns 4, 6 and 8 report the same changes as percentage increase (or decrease if negative) from the reference level.

Discussion {#Sec14}
==========

Our previous work showed that the measurement of the VRI from OCT scans is correlated with the clinical score for vitreous haze in uveitis patients^[@CR11],[@CR14]^ and that it could be partially automated^[@CR10]^ and that it was highly sensitive to detecting treatment responses^[@CR15]^. However, in order to assess whether the VRI can be used in routine clinical practice to detect pathological vitreous haze, it is crucial to study how this measurement can vary using different acquisition settings. This report investigates the extent to which 'operator factors' such as the effect of image averaging (ART level), defocussing and retinal positioning might impact the reliability of the technique. This is particularly important when considering a technique that is intended for use in everyday clinics and not just in the more controlled environment of a clinical trial.

The ART level is used to improve the quality of the images via averaging by increasing signal to noise ratio^[@CR16]^. The analysis showed a mild, non-significant effect of image averaging (p = 0.078) on the ratio measurement (Table [2](#Tab2){ref-type="table"}), with slightly higher values obtained using ART 100. The maximum difference obtained between estimated values was 0.0093. Such a difference is well below the observed increase with vitritis, reported in our previous retrospective analysis (difference in medians, Vitritis -- Healthy group = 0.0733)^[@CR11]^. ART 100 showed a higher inter-subject variability (overall p-value = 0.005), but only pairwise comparisons with the ART 6 and ART 25 were significant. No significant effect could be detected for the within-scan and intra-subject variability. These results are compatible with the fact that image averaging should make the vitreous intensity converge toward a mean value, with no major impact on the ratio value. However, averaging can occasionally smooth out sharp features^[@CR17]^ and change the textural properties of the vitreous. This effect could have an impact on the analysis of images from patients with uveitis by reducing the discriminability between diffuse haze and residual, small clumps of the vitreous in the absence of an active inflammatory processes. From a clinical perspective, it is important to notice that no significant differences could be detected across scans with lower ART values. In the clinical evaluation of macular oedema, a raster scan with the default ART (9) is acquired as a trade-off between image quality and acquisition speed. Results show that VRI can be safely calculated without changing the standard acquisition setting in clinical routine. This result could allow a retrospective application of the measurement, even in sets of OCT images that have not been acquired for this specific purpose.

Changes in the focus had a high impact on the VRI. Different OCT imaging of the vitreous can be obtained with different focusing^[@CR18],[@CR19]^. Although vitreous details can be better imaged with anterior focusing (positive offsets), a more accurate resolution of vitreous structures can falsely increase the VRI and fail to highlight the diffuse haze due to inflammation. This was well reflected by the increase in vitreous intensity observed when changing the focus and was more prominent when using positive offsets (Table [4](#Tab4){ref-type="table"}). Measurement variability was also greatly affected by the focus and particularly by positive offsets. Increased variability across different sections of the same scan (within scan variability) can be explained by the presence of vitreous structures, varying in density as the scan location moves from the inferior to the superior part of the macular cube. This could have also been the cause of the overall greater variability in the ratio value on scan repetitions (possibly due to slight shifts in the location of the acquisition pattern each time) and in the inter-subject variability where only the +5 D offset was significantly different (possibly due to a better focusing on the vitreous and thus more affected by inter individual changes in the vitreous structure). Increased variability and vitreous values resulting from posterior focusing might be related to an increase in noise and a relative decrease in the signal to noise ratio, with a worse resolution of the RPE and of the vitreous signal.

Finally, the position of the retinal section within the scan also affected the ratio significantly, increasing the ratio value and the variability of the measure when displaced to the bottom. This change with the bottom positioning might constitute a limitation when imaging patients with important macular oedema, as the RPE is forcefully moved downward in the scan to accommodate the entire retinal thickness in the scan. As shown in Table [4](#Tab4){ref-type="table"}, this increase might be due to the combined effect in the reduction of the RPE intensity with the bottom displacement (possibly a consequence of the known fading effect at the edges of the acquisition window) and to the increase of the vitreous intensity (due to an increase in the noise in the analysed vitreous patch).

This study forms part of the ongoing validation process for a 'quantitative imaging' approach to vitreous haze using OCT. We recognise that one of the limitations of this study is that it did not deal with all possible reliability factors but deliberately focused on 'operator factors' rather than 'patient factors'. 'Patient factors' include the effect of media opacities and ocular surface issues. Media opacities and tear film inhomogeneity are known factors affecting the quality and the signal to noise ratio in OCT scans^[@CR16],[@CR20]^, and might falsely increase the measured vitreous haze. An in-depth analysis of these aspects will be possible with a large cohort of normal subjects with a wide age range. Given its focus on 'operator factors' this study was undertaken on healthy controls, and so, unlike most of our previous studies, did not allow a discrimination analysis to investigate the ability of detecting vitritis in uveitis patients. Further investigation of variability and discriminative power of the method will be undertaken as part of a major validation study (OCTAVE) which will also evaluate the impact of increasing the volume sampled through alternative OCT acquisition protocols (eg wide-angle OCT and extra-macular OCT). Lastly, most OCT devices present Gamma-transformed images to increase the contrast of the retinal layers. However, this might not be the optimal condition for vitreous analysis. Measurements obtained from raw, unprocessed data might be more suitable in order to precisely quantify the signal intensity.

In conclusion, this study in healthy subjects suggests that the OCT-based VRI ratio is reasonably tolerant of 'operator factors' and would remain reliable if transferred from a clinical trial setting to the 'real world'. Additional validation studies are ongoing to evaluate the impact of 'patient factors' on reliability, and to assess repeatability and discrimination in a prospective cohort of patients with uveitis as part of the OCTAVE study.
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